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OPEN SESSION—August 2, 1999

MarthaT. O’ Lone called the Open Session to order at 8:40 am. by reading the conflict
of interest satement and noting that full waivers had been granted to Dr. Rutdaand Ms. Ryder.
She read gppointments to temporary voting status and acting panel chair for Dr. Charles
Edmiston and asked the other panel members to introduce themselves.
FDA Presentation on Postmarket Surveillance

Larry Kesder discussed postmarket surveillance and methods of postmarket
evauation at CDRH. He explained that medicad devices have a definable life cycle, in which the
clinicd community plays an important role in providing feedback during posmearket evauation.
He outlined the questions assessed in the postmarket period and described the Medica Device
Reporting (MDR) Program, which provides limited but critical information to FDA about
devices with problems, and he listed the possible actions prompted by such areport. Mr.
Kesder discussed the two postmarket authorities, postmarketing survelllance and postapproval
authority, and outlined the criteriafor apand to suggest postmarketing survelllance aswell as
study designs used in postmarketing surveillance. He acknowledged the frugtrations involved in
monitoring postmarketing and chalenged the panel to ensure that a postmarketing study will be
of primary importance, to specify the public hedlth question it is to address, and to note what
will be done with the data collected. He briefly outlined the future for the MDR and
Postmarketing Surveillance programs.
FDA Presentation on Y2K Information

Dr. Charles Ho of the FDA gave the panel an update on the Y ear 2000 date problem

and computerized medica devices. Dr. Ho defined the types of medical devices that are subject



to Year 2000 problems. He asked the pand to provide advice regarding problematic devices,
identify types of devicesthat could present risks to patients because of date problems, and
suggest actions to reduce risks from Y ear 2000 problems.

Dr. Ho summarized FDA/CDRH activities on the Y ear 2000 problem to date. He
noted that the FDA has a biomedical equipment database on its World Wide Web ste that is
continualy updated and contains voluntary submisson of data provided by manufecturers. The
database shows that many companies have not yet reported. Most of the noncompliant
products have date samping problems, which is aless serious issue, but a limited number have
operationa problems. Manufacturers are providing a variety of solutions. The FDA can require
reca| of devices presenting a sgnificant risk to public health and will monitor reports of Y 2K
problems with emphasis on devices that could present significant patient risks. Dr. Ho listed
future CDRH/FDA activities and hedthcare facility issues and asked the pand to give the
problem serious congderation.

Panel Chair Dr. Edmiston noted that the panel had atwofold charge for the day: to
discuss guidance for needle-less or protected sharps systems and to discuss jet injector
systems.

GUIDANCE DEVELOPMENT FOR PROTECTED SHARPS SYSTEMS
FDA Presentation

Tim Ulatowski, director of the Divison of Dental, I nfection Control, and

General Hospital Devices, gave an overview of the protected sharps issue, noting that panel

input was sought on a guidance document, which would then be revised and posted for further



comment. He noted that the discussion would primarily involve protected syringe devices, and
he was particularly interested in the clinical survey section of the document.

Irene Naveau presented the Sharps Injury Guidance Document, a supplementary
guidance for manufacturers seeking 510 (k) gpproval. She reviewed the regulatory background
of the guidance, which was written in March 1995. Ms. Naveau defined medica devices with
sharps injury prevention features and needle-less systems and outlined various lists of desirable
performance characterigtics for these systems as defined and surveyed by other organizations.
She listed the dements of the guidance document, including device description, labeling
specification, and performance testing, which includes recommended tests.. Ms. Naveau noted
that areanaysis of the FDA document is needed for consastency and additiond information, and
she read the FDA questionsto the pandl.

Lireka P. Joseph, director of the Office of Health and Injury Prevention at
FDA, described the outreach and educationd activitiesin this areain the context of the FDA
and OSHA (Occupationa Safety and Hedth Administration) mandates. FDA'’ srole has
included clearance of devices with sharpsinjury prevention features, cogponsoring of meetings
with other organizations, and issuance of safety derts and guidance documents on injury
prevention. Ms. Joseph asked for pandl assistance in recommending a mechanism to incresse
user awareness of safe use and in assessing need for educationa programs to encourage safe
and effective use.

Presentations by Users of Protected Shar ps Systems
Dr. June Fisher of the Trauma Foundation and San Francisco General Hospital

discussed atraining program for the development of innovative technology, the TDICT. This



project isajoint effort of hedth care workers, industry product designers, and industriad
hygienigts, which has produced aligt of criteriafor device evauation and selection. Dr. Fisher
described scenarios or smulations for evauation of medica devices and stated that users should
be involved from the beginning of the design process. She listed five recommendations for the
FDA to purse in prevention of worker exposure to sharpsinjury, including labeling of al sharps
devices on whether safety festures are present, active solicitation of failure and inadequacy data,
promoation of criteriafor pilot testing, active collection of falure data from such testing, and
expanded requirements for smulation testing.

Toni Hughes, RN, BSN, CNOR, spoke on behalf of the Association of Operating
Room Nurses, Inc. (AORN), stating that AORN supports the development and use of
products such as safe needle devices, to prevent unnecessary exposures of perioperative
personnel to hazardous bloodborne infections. She gave statistics on sharpsinjuries and
supported the FDA'’ s role in contributing to the devel opment and manufacture of high-qudity,
safe, affordable, and effective devices.

Mary Alexander spoke on behdf of the I ntravenous Nur ses Society (INS), saying
that INS supports engineering and work practice controls that eliminate or minimize exposure of
the hedlthcare worker to bloodborne pathogens She listed blood collection device design
characterigtics that result in an effective safety device and said that requiring al hedlth care
facilities to use needldess systems and protected sharps, dong with training and education on
the use of safer devices, would help prevent needlestick injuries. She reported that INS

contends that the best way to reduce the risk of accidental neddlesticks is through ongoing



education, training, and competency testing, use of vascular access devices that minimize risk of
such injuries, and compliance with OSHA' s bloodborne pathogen standards.

Susan Wilburn of the American Nurses Association (ANA) discussed recent
needlestick injuries and presented statistics on the estimated percentage of the U.S. market
using safety devices. She discussed hazards to hedlthcare workers and risks of bloodborne
disease, aswdl asthe efficacy of phlebotomy safety devicesin reducing injuries. She
recommended removing the barriers to implementation of such devices through user training in
use testing and evauation.

OPEN PUBLIC HEARING

Panel Executive Secretary Martha O’L one read two statementsinto the record.
Thefirg, aletter from Dr. James Cone and M artha Davis of the Occupational Health
Branch of the California Department of Health Services, asked the FDA to establish a
process to standardize product safety clams across dl states with legidation smilar to that
enacted in Cdifornia. They recommended provision of away to search the Releasable 510 (k)
database for engineered safety products or to consider new product codes specificaly to
identify needle devices with engineered safety components. They recommended that the
guidance document incorporate specific safety criteriaon what congtitutes a safe sharps disposal
container and that the FDA prescribe specific test methods to assess safety performance of a
needle safety device or other medical device that clamsto be safer than a standard device.

Ms. O'Lone also read aletter from BioM edical Disposal recommending thet the
guidance document be revised to reflect changes in technology, regulations, and the marketplace

snce March 1995 and gating specificdly that the guidance should be revised for 510 (k)s for



devices with built-in sharps destruction. Ms. O’ Lone stated that the specific changes listed in the
letter would be noted in written revisons.

Lori Goodenough spoke on behaf of the Service Employees I nternational Union
(SEIV). Shediscussed SEIU’ s efforts since 1986 on behalf of a bloodborne pathogens
standards and on behalf of better regulation of sharps. She listed 12 critica dements necessary
to achieve success at the workste level during the conversion from conventiond to safer needles
and other sharps. These included mandatory training, review of manufacturers written and
video educational materids, required clinica experience for manufacturers representatives,
performance testing on new devices with three return demongtrations, retraining for workers
who fail device testing, follow-up testing for 30 days, educationd efforts on device and
exposure risks and reporting methods, and ongoing monitoring or survelllance data on injuries.

Kathryn Duseman of Retractable Technologies, I ncor porated recommended that
al devices should undergo the same rigorous testing and evauation. She stated that criteriaare
needed for length of exposure, both in and out of the patient. Device safety after assembly and
when disassembled is dso criticd, as are design issues.

Panel Discussion and Recommendations

The mgority of the panel agreed that actual demongtration of clinica efficacy should be
required for any claim, suggestion, or hint that a product will reduce sharpsinjury. If thereisno
clam of injury reduction, an actud clinicd trid may not be needed. The Industry Representative
disagreed, but the consensus was that clinica use studies should be required for any specific

clam regarding sharpsinjury protection fegtures.
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On minimum criteriafor actud dlinica use sudies, the pand recommended Six
provisons. 1) Body sitesto be tested should conform to the expected use of the device. 2)
Sample sze should be based on a dinicaly meaningful reduction of needlestick injuries for
devices daming injury reduction, athough a reasonable number for sample Szeis an issue for
FDA-industry collaboration. 3) All devices should be tested on appropriate tissues, and data
showing efficacy should be properly studied by a masked, independent investigator. 4)
Appropriate populations should be studied. 5) The device studied should be the actual device,
not a prototype. 6) Multiple Sites, at least two or more, should be used to increase user
vaiability. The panel recommended that FDA make efforts to investigate the optima way to
sudy devices in ahome care environment with comments from industry, but they did not
proposeit as a mandate.

On evauation methods, the pand recommended that information from the TDICT,
SEIU, and New Y ork State Department of Hedlth projects be included in addition to the
surveys dready in use. The pand thought the evauation criterialisted in the guidance document
appropriate but recommended that the FDA ook at devel oping standard testing protocals,
gpecificaly regarding microbia challenge testing. Labeling criteria should include thorough
documentation of intended use on the packaging insert. Educational tapes or other Srategies are
inherently valuable and should be made more available to the user through in-services.

As noted, standard testing protocols for microbia contamination should be considered
for premarket review. On user education, the pand recommended that any requirement should
be broad-based, with the specifics of training and education |eft up to the manufacturer, with

FDA approva. It was suggested that manufacturers look at the private sector to see how it
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influences consumer education through vehicles such as tapes, posters, and other multi-media
documentation. Again, the importance of the home hedlth care area was stressed.

The pand noted a clear need for a mechaniam for post-market surveillance, dthough
100 percent compliance is unlikely. It was noted that the EPINET database complements the
CDC database and provides an absolute benchmark for such studies.

GUIDANCE DEVELOPMENT FOR JET INECTORS

Tim Ulatowski gave an overview of the jet injector, a drug and biologic ddivery
device. He noted that there are significant safety concerns and a potentia need to cover new
technologies in the guidance document.

Captain Von Nakayama of the General Hospital Device Branch gave an
overview of jet injectors, also known as needle-free injections, in which he noted that they are
preamendment devices providing an dternative means of administering specific or generd drugs
or biologicsfor individua or multiple patient use. He described the device as a nonelectricaly
powered fluid injector used by a hedth care provide to give hypodermic injections by means of
ahigh velocity jet of fluid that penetrates the skin surface. Captain Nakayama discussed
regulatory controls for class |1 devices and noted that jet injectorsfdl into two categories of
intended use: persond and multiple-patient. He outlined the various dosage forms, different
adminigtration Stes, and action mechanisms. Review issues and concerns include identification of
appropriate legally marketed comparison devices and three distinct reviews--physica and
mechanica properties, performance characteristics, and combination products. He compared
jet injectors with needle and syringe injections. Captain Nakayama listed three questions for

pand discusson and defined vaid scientific evidence.
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Bruce Weninger of the Centersfor Disease Control (CDC) discussed needle-free
injection as a solution to the problem of excessve injections or multiple vaccination injections
during pediatric vidts. He gave examples of needle-free injection systems developed for
diabetics and of injectors for immunizations, both reusable and sngle-use. He noted that
prefilled vaccine cartridges would be an advance in vaccine technology and that high-speed,
high-workload devices would provide mass immunization devices for epidemics. Dr. Weninger
discussed clinica aspects of jet injectors, listing medicaments they deliver. He stated that the
immunogenicity of jet-injected vaccines was generdly equivadent to or better than needle/syringe
injections but showed different patterns of deposition. Controlled clinica studies have found
somewhat higher rates of local adverse events, with pain generdly less than or smilar to needle-
syringe injections. He discussed tissue deposition by jet injectors, listing determinants of
depogition Site and noting that deposition may not be a Sgnificant issue.

On safety, Dr. Weninger discussed one outbreak of hepatitis B associated with jet
injections in aweight reduction clinic. He noted use of a bovine mode to evauate jet injector
safety and results of acetone swabbing in alaboratory study on contamination of jet injector
devices. Various organizations such as the World Hedth Organization (WHO), the CDC, and
the U.S. Department of Defense have policies on multiple-use nozzle jet injectors, which he
outlined. Regulatory issuesfor jet injectors include needle-free injectors as empty drug delivery
devices, prefilled vaccines used with injectors as primary drug packaging, and safety evauation
of injectors with reusable fluid pathways or nozzles.

Presentations by Users

There were no requests to present to the panel
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Presentations by Industry

Glen Austin of the Program for Appropriate Technology in Health (PATH)
discussed needle-free injection fundamentas, including standardization and regulatory issues,
variations among devices, and needle-free functional safety testing. He discussed the rationde
behind needle-free injectors and discussed how jet stream quaity and dispersion variables can
be measured. He listed physicd characterigtics such as drug compartment, driving mechaniam,
nozzle design, and trigger mechanism, based on research by an ad hoc discussion group that
evolved from the 1SO Standards group. Safety aspects are mostly concerned with dose
accuracy, freedom from cross contamination, short dosage, or accidentd firing. Quality aspects
include dose accuracy and durability. Mr. Austin discussed fluid-path elements and user-
interface issues, aswell as digposd and reuse standards and filling and dosage issues. He
suggested basdline tests on targets, force, and penetration results.

Robert Harrington from the Association of Needle-Free I njection
Manufacturers (ANFIM) discussed the objectives of ANFIM and declared its message was
that the children of the world need needle-free injection products and the world needs needle-
free injection products. He stated that the “ developed” world cannot continue to pollute,
contaminate, and infect the “developing” nations of the world by a policy which recommends
disposable needles when they are routinely reused dirty or improperly disposed of. He asked
whether needle-free products redly require new regulations, noting that there has only been one
documented case of contamination out of hundreds of millions of jet injections.

Mr. Harrington aso spoke on behaf of American Jet Injector, Inc., discussng the

history of the Ped-o-Jet high-workload injector, which was used by the U.S. military snce
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1965 without a case of reported contamination. He summarized the history of the hepatitis B
outbreak associated with a Med-E-Jet device and the subsequent devel opment of the WHO
policy againgt jet injector devices. He dso listed other testing on jet injectors by WHO, CDC,
and PATH, gating that the premise that high workload jet injectors are unsafe and easily
contaminated has yet to be proven. Mr. Harrington listed eight reasons to use high workload jet
injectors in pandemics, nationa immunization programs, and chemica and biologica response
teams. He mentioned severa possibilities for the future for these jet injectors. Mr. Harrington
discussed the risk of disease transmission with jet injection and what an acceptable level of risk
would be in cases of epidemics or chemicd/biologica attacks.

OPEN PUBLIC HEARING

Dr. Fisher of the Trauma Foundation raised the issue of possible effects of jet
injectors on hedth care workers in terms of muscular-skeletd or aerosol aftereffects.

Ms. Duseman of Retractable Technologies, I nc., noted that many of the new
technologies that are nonreusable are safe for health care workers and patients. She suggested
that issues affecting hedth care workers with jet injectors are not yet known and questioned the
concept of an acceptable leve of risk.

Mr. Harrington of American Jet Injector, Inc., stated that the concept of
acceptable risk levels was not his own but one used in assessing public hedth risks.

Bud Anthony of the Biologics Consulting Group asked whether it is possible to
determine if multiple vaccines commingle Mr. Austin of PATH sated that such studies have

not been done but can be.
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Inreply to apand question, Dr. Weninger of the CDC stated that it is possible to
develop jet injection to minimize risks of contamination, but the challenge liesin developing a
methodology to evauate such risk. He thought it more promising to develop adisposable
cartridge in amultiple-use gun.

Larry Salerno of Retractable Technologies sated that smdl business on limited
budgets need regulatory assstance rather than more regulation.

FDA Questions and Panel Summary Recommendations

In discussing key issues to be consdered in the premarket evauation of jet injectors and
what data would be appropriate on them, the panel recommended that for devices that have a
predicate, the FDA can determine whether additiona testing would be indicated. For new
technologies, the FDA should require bench engineering-type data and additiona
documentation on effective thergpeutic dose ddlivery and accuracy to determine safety.

The pand’ s second recommendation was that the FDA should look at potential review
methodol ogies to determine the potentia for cross-contamination with these devices. It dso
recommended a postmarket surveillance program to track these devices once they are out on
the market and once they leave the hands of hedth care professonds.

Pand Chair Dr. Edmiston thanked the panel and dl participantsin the sesson and

adjourned the session at 4:10 p.m.

| certify that | attended the Open Session of the Generd Hospitd and Persond Use
Devices Pand Meeting on August 2, 1999, and that this summary accurately reflects
what transpired.
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